dib

10-12 Howard Way
Cromwell Business Centre
Newport Pagnell

Bucks MK16 9QS

Tel: 01908 612598
Fax: 01908 217974

E-mail: service@djblabcare.co.uk
Website: www.djblabcare.co.uk

Equipment: G100 Gas Analyser
Serial number: IN14113

Analysers are calibrated up to 7 days prior to any pending CO- calibrations in accordance with DJB Labcare
procedures

Method

All calibrations are carried out using reference gases providing traceability to UKAS 1SO17025 standards
and in accordance with manufacturer procedures.

Approved by: Colin Bradnam
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CERTIFICATE OF CALIBRATION  [Prrowdsemaioy =

Mamea: Amy Karvir
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Customar - DJB Labcara Limitad

Unit 12 Howard Way, Cromwe |l Business Contra, Mewport Pagnall, Buckinghamshira, MK16 905.
Customar mieranca - PO No.NS522832

Product Dascription - Cartified Refrance Matarial (CRM) for use as a calibration gas mixtum in emissions gas analysis
carbon dioxide in nitrogan

Praparation mathod - Mecture propamd by 1S0 6142-122015 - Gas Analysis - Praparalion of calibrafion gas mixtures - Parf 1
Gravimetric method for Class | mixiures

Calibration mathod - Mixture calibrated by comparison with relerence gasas generated dynamically in accordance with IS0 6145

- (335 Analysis - Proparaiion of calibration gas mixiures using dynamic volumalric methods Part 7 - Tharmal
Mass How Confrolflers using a two-point calibration dasign with bracketing (TPC) in accordance with IS0
12063 - (335 analysis - Comparison methods for the datormination of the composifon of gas mixiuwres based
o one- and iwo-point calibration

Tracaability - Mecture classified as a Secondary Refaronce Gas Midura (SRGM) at Lowval-2 in the matrological hiararchy of
tracaability by diract analytical comparison with a Primary Rakerenca Gas Midure (PRGM)
Cylinder numbar - Dsarrez
Date of calibration - 10 February 2020
gyolli'lz:trsg;ssum ) ;5”1::]- Minimum usaga prssus 3 bar
Cylinder matarial . sluminium Usage temparatura ranga 010 50°C
) Storago (franspori) temporaturo range c0to50°C

Vahe outlet connaction - B5341 - Noa
The reference values presented in thiz ceriifcate apply fo the calibrafion of the individua' and wiigue gas mixiure idaniifed above
Composition

componant amount fraction
(2emal'maol)
carbon dioxide 4935 + 0.028

The reporied expanded uncertainly is based on a standard uncertainty multiplied by a cowerage facior &=2, which for & normal distribution provides a lewel of
confidence of approximately 85%. The unceriginty evaluation has been carried out in eccordance with UKAS requirements.

The following information provided on stability and the expiry date is outside the scope of UKAS eccreditation but is required fo fulfil the mandatory requirements
of 150 8141:2015 - Gas Analya’s - Comlents of cerfificales for calibration gas mixiures

Stability : EffecTech stability studies of similar gas mixtures in thia type of cylindervalve combination have demonstrated a shelf-iie of
5 years, providing the contents pressure and usage/siorage temperature remain within the limits steted in the f=ble above.

Expiry date : 10 February 2025

To re-order this gas mixture contact EffecTech quoting certificate number 20r255/104.

tel: +44{0)1869 560220 amail: salesigefiectach.co ukl

EffsoTach is accredied by UKAS 10| This osrificals is issusd in accordancs with the laboratory sccreditation ssquirsmenis of the Uniisd Kingdom Socmditation Sarvios. |t provides

ISQMIEC 17025 : 2005 to undertaks | tracsabilly of measuremant to the 51 system of wnits and’or fo units of messwsment realissd o the Mational Physical Laboratory or ather

the calbrfon pressnied in this|recognised national metrology instibutes. This osrtificals may not be mpeoduosd ctfer than in full, sxospt with the prior writien approsal of the

corificals. izsuing labomtory.
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